
food proof® SL
SL Bovine Species 
Detection Kit

Z 730 02
Kit for 50 reactions
Store kit at -15 to -25 °C

For food testing purposes
FOR IN VITRO USE ONLY

BIOTECON Diagnostics GmbH | Hermannswerder 17, 14473 Potsdam, Germany | +49 331 2300 200 | www.bc-diagnostics.com

3. ADD SAMPLES AND CONTROLS
Pipet 6 µl of samples, negative control (H 2O PCR-grade; not included) or 

Control Template (C) into respective wells.

2. ADD PCR MIX
Pipet 14 µl of prepared PCR mix into each strip or plate well.

PREPARATION OF THE RT-PCR MIX
Take appropriate precautions to prevent contamination, e.g. by using � lter tips and wearing gloves. 
Thaw reagents, mix (do not vortex!), and brie� y spin vials before opening. 

4. SEAL
Seal strips/plate accurately.

5. CENTRIFUGE
Brie� y spin strips/plate in a suitable centrifuge.

6. START REAL-TIME PCR RUN
Cycle samples as described above.

+14 µl 

+6 µl 

 +10 µl + 4 µl

1. PREPARE PCR MIX

 (n samples + 2 controls + at least one additional reaction to cover pipetting loss). 
Mix carefully but thoroughly by pipetting up and down.

for each reaction to 
a suitable tube.

Add 10 µl Master Mix (2XM), 
         4 µl Primer/Probe Mix (P) and 


